TUCSON POLICE DEPARTMENT
CRIME LABORATORY AW
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
mspection, and having performed such inspections on Intoxilyzer 5000
#_ . Serial #(p{p— 0033 ], certifies by her signature:

on |} l L lEH ,witharesultof ) .07 7 AC., & 67TFAC.

and on ]9}{9}{,;"; . with a result of L0 7Y AC., 0.050AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

A M : ”N%C@'w
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|
/| Te jr L. Coombs

U
ADPS QAS Permit #QAS 29886 (issue date 06/15/2004)

two dates.

SUBSCRIBED AND SWORN to before me

— KH_I?I:FIEFAL SEAL
: Y A. KINNEY | . -
S sy i) NOTARY PuBLIc-arizoNa This & . day of Decemhber . 200%.

PIMA COUNTY
Nﬁﬁ Public. O

My Comrm. Exp. Sept. 4, 2008




THITE RSPOLT PRETALED BURSUOANT TO DUTY IHEBOSZID BY
A.A.C. E3-14-404 (A)

STANDARD QUALITY ASSURANCE ?RCCEB:EESK?\
INTOITLYEER HODEL 5004+

t=_ November 5 #2004 tixz /18930 (N

zgékj Disolay reads "READY TO START" or "PUsH BUTION TO 5TART

TEST

PDIAGMOSTIC TESTS
o DVM Test check. Setting should be between .200 and
. BG0. HMode salection switch 52 on, 51 and 53 oif or
keyboard menu sslection "E". Reading is ,S5/3 .
é%[: Display Tzst check. Haode selaction svitch St on an&é S2
arnd 53 off or kevboard menu selecktign "V'.
o Printsr Test check. Mode selection switch 31, 852, 53
g f o keyvboard menu sslection "I,
_ Clock tims check. Moda sslection switch Si0 en or
kevboard menu salaction “E'.
I Date chsck. HMods selection switen SI1 on-or kKeyvboarnod
ma2nu salzacition "EM

, 1 ESE
e Alconal free subject Test rasult 0. 00D xE ©

Error recagnition logic system functioning
Invalid test printad i
-£4  proper sample racognition systen
Invalid sample printed ga— -
Deficient sample printec]:g
' N/A  completeness of sample purge with collection tuba#*+#

Fggjj C“*lbrﬂt‘ﬂﬂ standard 0O EE AC
Results: O0FFHAT & 0. 0FFAc

Instrument Dpa?nt1ﬁg properly and zccurately. EEQﬁEKLJ

COMMENTS:

SIGNATURE ,L?&é??~43fﬁ&§ﬂﬂL¢qﬁhﬁ
[

P P 2lcohol concentration standard cgllected for subsesguent
analysis.x=*

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEQUT EEYBOARD
**THTS STEP IS5 ONLY REBEQUIRED IF TEIS DEVICE I8 BEING UEED FOR
SAMPLE CAYTUORE.

DHS/DSLS/Form Cl17 (Rev.7-93)
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ARIZONA DEPRATHENT OF HEALTH JERV

{H

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000+ (bt\

ETAMNDARD CALISBEATION CEECK FROCZDUREI

ligs Nagarrment Date __.-’:rf#;"’r:}?i Time _ /230

alf 46-0N33R2 F Location DU A6

_?_';r' ArDovran o33/

(Print Name)

( 2! Y 1. Pour a standard alcohol sclution of xnown value into a
clean dry simulator jar and assemble the simulator,
Insure that a tight seal has been made.
Standard wvalue: 0. 450 AC

() 2. Turn on the simulator and allow the temperaturs to
raach 3490+ _2%C,

iJ%}} 3. Set Intoxilyzer mode selection in ths ACA mode by

. switching mode selection switch #9 on or selecting "C"

on kevboard menu.

“t':a-::'*l similator to the simulator entrance fgort on th

Intoxilyzer.

¥

T e = Intexilyzer 5000 display reads "READY TO START" or
"BPUSH BUTTOHN".

(o) B Push Start Test button or press enter on Keyboard.

Llba) 7 Insert card in responsa to disolay-

wrler) 8. Alrx blank completad.

g 2- Calibration chesck completed.
Tast results 0.4F7F+4.0F7 AcC

“o{-f3 ) 10. Air blank completad. &

~“pt~f5—) 11. When display reads Test Complete remova evidence card.

ttach the card to the completed checklist. L
(<€) 12. Return mode selection switch #5 to off position after
all calibration checks are complete or type Q aznd enter
n keyboard -

CSITGHATURE /%Mb(, p@{ﬂ")/—;_,

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHOUT KEYBOARD

DHS/DSLS/Form C1l6 (Rev.7-93)




TZLE REPOLT PRIPADID DOISTANT TO DOTY IH2O52Z0 BY
ALA_C., BI—14-404 ()
AZLIQHA DEPAATHENT OF EBRALTE SZ37ICES

3
AGENCY TFucson PQllCE g SPECIALIST Atﬂm—{r-tf_i” LiL": s ’*chlquLu
ipe 5...::_?1-: L1;:EJ
INTOXILYZER SERIAL # lolg— 0b33371 rocaTIoN. Ll J
paTE e coimber I W LOOS TIm= 6F4]
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REAGMNOSTTCUTESTS
i OV T==t chocgk Setting should s pstween .200 and
. 608, HMods seElsction swWwitch 32 on, 851 z2nd 53 . aoff ar
kKeyboard menuw selection "H'. Rsading is ;ﬂJLﬁ
i Display Tast check. Mods selaction swikch 31 on and 52
and S3 off or Keyboard menu selection "V
v Frintar Test check. Hode salsction switeh S1, 32, Ss3
off ar KeySoard menu ssleccien M2
v/, Clock time check. Hode sslsctien switch S10 en oz
keavboard manu sslsctian "IV 2
v/f DatT= check Mod= seslection switen S1il on opF xevibozard
mand saleciion "EY
QP ERATTIONAL TESTS
W Alcchol free subject Test rasult g. £0O b o
i Error recagnition logic system functioning
Invalid test printed
»/f Proper sample recognition system
Invalid sample printed T
Deficiant szmpls DrlnLﬂde
N/A Completsness of sample nu*ga with collection tubs**

+ Calibration standard 0. 3 BT
Results: D.ﬂTS“L’WjDEUHTL J/

Instrument spsrating properly and accuratsl

COMHENTS

smmm t@.m 7 Canids

ale

cent?atlon standard collected for subseguent

e

aqalvs*ﬁ LA

*WITHE OR WITHQUT VAPOR RECIRCULATION AND WITE OR WITHQUT XEYS0ARD

**THTH STETP I8 ONLY REQUIRED IP TEIS DEVICE IS EEIMG USED FOR
SAMPLE CRAPTUORE.

DHS/DSLS/Form CLL7{Rev.7-33)
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TEIS REPORT PREPAHED PORSUANT TOQ DOTY IMDPOEED BY |
A.ALE. B9-I4-404 () 1y,

ARIZONA DEFARTHENT OF HEALTH EFavICES

ETANDARD QUATLITY ASSUHRANC
INTOXILYZ

STANDARD CALTREEATION CHECK PROCIPOTAE 6®

Agancy _Tucscon Police Napartmant Date IEIQILq Time {77 f
Intexilyzer Seriald blo—n223J7] Location _ Dill H{w
0A Specialist __\Mnnde ¢ Coobs Al GO
{(Print Name)
{ Mf] I Pour a standard alcohgl sclution of Xnoewn wvalus into a
lean dry simulator jar and assemble the sizmulator
Insure that a tight seal has been madea.
Standard value: g. 040 AC
( 7] 2 Turn on the simulator and a2llow the tTeoperature to

raach 3I4%C+.27°C.

Sat Intoxilyzer mode selection in the A

switching mode selection switeh #2 oo o
on kxevboard menu.

¢ )

—
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f
1

il
ik

"
.

Attach simulator to the simulator entrance port on the
Intoxilyzer.
(V") 5. Intoxilyzer 5000 display reads "READY TO STASRT" o
NEUSH: BUTTON":
Jf{ i;j 5. Push Start Test button or press apnter on keyboard.
.} 7. Insert card in responsa to display.
V/} 8. Air blank completed.
) 9. Calibratiaon check completsd.

Test results 0.0IRACEOORD AC

} 10. Air blank completad.

} 11. When display reads Test Couplete remove ev1dan¢a or ol a
Aattach the card fto the completed chscklist.

} 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
oft evbua

-slzc;{mmz j f%j Cﬁb\kl-f\

#AWITH OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHEQUT EEYECARD

DHS /OSTL.S/Form €118 (Rev.7-=93)




